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ABSTRACT

The light-sheet fluorescence microscopy is an excellent tool for the investigation of large three dimensional
microscopy samples at the cellular level, however, the ability to resolve features is strongly affected by the
presence of scattering and aberrations. These effects are two fold in light-sheet microscopy, as the illumination
path providing the optical sectioning and the fluorescence detection path are both affected by the aberrations
in different ways. To overcome these difficulties, we have developed hybrid adaptive optical and computational
microscopy techniques to remove the effect of the aberrations in both the excitation and the fluorescence paths
of these microscopes.

Keywords: Adaptive optics, deconvolution, microscopy, light-sheet

1. INTRODUCTION

Light-sheet fluorescence microscopy (LSFM)1,2 is a type of wide-field microscopy that achieves optical sectioning
by orthogonal excitation and detection of fluorescence. It is used for a range of applications, but generally is
used to image inside of three-dimensional samples with high spatio-temporal resolution.

The optical inhomogeneity introduced by three-dimensional biological samples leads to phase aberrations
implying that the recorded image misrepresents the true fluorophore distribution. This can be corrected either
by adaptive optics (AO)3,4 or through post-processing (PP) tools such as deconvolution.5 The use of post-
processing can only recover information lost through aberrations if it is present in a set of diverse observations,
either by acquiring the data from different angles, or by intentional modification of the pupil as explain in the
authors previous work.6,7

In the presence of these phase aberrations, the excitation profile of the LSFM is distorted and this strongly
affects the observed fluorescence independent of what correction done on the detection path. In order to have
images that do not misrepresent the fluorophore distribution, one should correct the aberrations in both the
excitation and the detection light. In LSFM the correction is commonly attempted through post-processing
multiple observations of the fluorescence distribution from multiple angles, a recent example of this approach
may be found in Liu et al.8

In this article, it is outlined how a joint adaptive correction on the illumination may be combined with a
computational correction on the detection light, i.e. post-processing. The rationale behind this approach is
that whilst it is possible to employ a three-dimensional correction in post-processing, physical correction of the
light-sheet improves greatly the optical sectioning hereby the signal-to-noise ratio (SNR), reduces the amount of
out-of-focus fluorescence and thereby, improves any post-processing results. Results from imaging casper fli:GFP
zebrafish will be shown to highlight the improvement the extra adaptive correction makes.
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Figure 1. A schematic of the optical system for this hybrid correction scheme: it is a standard LSFM configuration except
with the addition of the pupil mask and the SLM in excitation.

2. METHODS

2.1 Experimental Description

The experimental setup used for this work is shown in Fig. 1. It shows two optical paths. One for fluorescence
detection that has microscope (NA= 0.5 UMPLFLN 20×W, Olympus, Japan / AC254-200-A-ML, Thorlabs,
U.S.) connected to a custom made sample chamber; this is along the direction labelled z. This path also contains
an optional pupil mask for modification of the optical transfer function (OTF) of the microscope allowing
diversity-based image deconvolution. The second path is for excitation and has a spatial light modulator (SLM)
(512×512 HS, Meadowlark Optics, U.S.) conjugated via a telescope (2×AC508-200-A-ML, Thorlabs, U.S.) to the
pupil plane of the excitation objective (NA= 0.3 UMPLFLN 10×W, Olympus, Japan); this is along the direction
labelled x. This excitation configuration allows for phase modulation in the pupil plane and the generation of a
light-sheet by cancellation of the focusing power of the objective in the vertical direction y.

The samples used are casper fli:GFP zebrafish 5 days post-fertilisation (dpf) fixed in para-formaldehyde and
mounted in square 1 × 1mm capillary tubes (VitrotubesTM, VitroCom, U.S.), these are secured using a 0.5%
agarose gel. The capillaries are aligned with the optical axes and three-dimensional acquisition is done by moving
the sample with a stepper motor stage along z (USB 4D Stage, Picard Industries, U.S.) with minimum step size
∆z = 1.5µm. The acquired frames are registered using two-dimensional Fourier Cross-Correlation (FCC) to
adjust for any sample drift between frames. The same generalised procedure is done in three-dimensions to
ensure the overlap of the multiple image stacks for post-processing.

2.2 Sensor-less Optimisation for Light-Sheet Microscopy

In the author’s previous work, a wavefront sensor was successfully introduced in the imaging path to correct for
aberrations in the excitation.4 Whilst this approach worked, it could only be used on limited areas of the field-
of-view due to its need of a “guide star” area of fluorescence in the centre of the field-of-view. To overcome this
a sensor-less approach has been developed for the optimisation of the fluorescence signal. Finding a sensor-less
metric has proven itself a difficult problem, since many metrics that can be defined for illumination optimisation
in LSFM will lead to changes in imaging plane or concentration of the beam in sharper or brighter regions of
the sample. To avoid this an approach based on introducing a priori information has been employed.

Further author information: (Send correspondence to D.W.)
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Sensor-less optimisation of the excitation light is done by generating a periodic array of spots in the sample
using the Gerchberg-Saxton algorithm.9 This gives the phase pattern φa for the SLM that will generate a
structured illumination pattern (SIM) along the LS plane. In the focal region of the LS, therefore, one expects
to have a peak in the Fourier spectrum of the line profile, l(y), through the focus at a given spatial frequency
given by the designed array spacing (νa). Despite the arbitrary spacing of fluorophores in most samples, the
introduced structured illumination frequency will nearly always provide a signal for optimisation on an extended
fluorophore distribution. This will still limit the areas that can be used for the optimisation procedure, but it is
more general and simpler than the wavefront sensor approach.

The phase in the pupil for the optimisation, ϕ, is given by the summation of Zernike polynomials {Zn} with
a set of coefficients α = {α1 . . . αN} and the array phase φa:

ϕ = φa +

N∑
n=1

αnZn, (1)

where n is the Noll index up to an arbitrary number of polynomial functions N . Mainly here, one is concerned
with the low-order aberration modes that effect the LS more significantly and therefore, N = 10 is chosen to
limit the optimisation time and photo-bleaching effects. The resultant image, i(x, y, z) given by these modes, α,
applied to the SLM may be modelled as the following equation if the focal position is at (x = y = z = 0):

i(x, y,α) = [hdet(x, y, z) ∗ (o(x, y, z)× hex(x, y, z,α))]z=0 . (2)

where hdet and hex are the detection and excitation point-spread functions respectively. ∗ is the convolution
operator and × the point-wise multiplication of the functions. The spectrum of line profile L(ν,α) can then be
calculated by:

l(y,α) =

x=δ/2∑
x=−δ/2

i(x, y,α),

L(ν,α) = F {l(y,α)} ,

(3)

where F denotes the discrete 1D Fourier transform over the line and δ is the depth-of-focus of the excitation
objective to increase the signal-to-noise ratio. With the above model, the optimisation problem to remove the
aberrations in the excitation path has the following mathematical form:

max
α

∑ν=−νa+∆ν/2
ν=−νa−∆ν/2 L(ν,α) +

∑ν=νa+∆ν/2
ν=νa−∆ν/2 L(ν,α)∑

ν L(ν,α)
, (4)

where νa is the spatial frequency of the focal SI pattern, ∆ν is the bandwidth of the peak and the division is
essentially a normalisation to account for the photo-bleaching of the sample. This function may be optimised with
a suitable optimisation algorithm, and it was found that a coordinate search (CS) is of sufficient complexity,
however, more advanced algorithms could be used. The optimisation procedure for the results in Section 3
required 100 iterations to correct N = 10 modes, this is a high number because the samples where degraded
when imaged and the signal-to-noise ratio (SNR) was poor and extra frames helped to converge to a maximum.

The sensor-less optimisation procedure was done before any imaging took place so that the loss of SNR
would not be unfairly biased towards the data acquired pre-optimisation. The next step after optimisation was
to acquire a dataset without any pupil modification, after which a number D of datasets of the same region-
of-interest were imaged without the AO correction and then with the AO correction; i.e. D + 1 acquisitions
in total. Despite attempting to make comparison at the same SNR, due to this acquisition procedure the AO
datasets are acquired with a lower SNR due to the loss of fluorescence due to photo-bleaching during the previous
acquisitions.
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2.3 Data Post-Processing

The post-processing in this paper is a blind deconvolution approach that relies on intentionally introduced
diversity. It has been shown that possible to reproducibly extract both the aberration kernel and the estimated
object from a set of diverse observations.6,10 Specifically, when considering light-sheet microscopy the required
diversity can arise from various sources: different views of the three-dimensional object introducing phase and
amplitude diversity or from one of these alone introduced intentionally in the optical path.

In the light-sheet experimental setup used, square capillaries are employed and these do not allow for arbitrary
rotation of the sample (other than to the 4 orthogonal directions). In this case, it is possible instead to use a mask
in the aperture to create different observations. By blocking a part of the aperture, one changes the PSF/OTF
and therefore, it moves the zeros in the OTF spectrum produced by the presence of aberrations.

The regular method in LSFM is to do a full three-dimensional deconvolution, however, in this case the axial
correction will be done using physical AO and therefore, it can be processed xy plane by xy plane. The aberration
will vary plane-to-plane since the fluorescence must travel through an increasingly thick layer of tissue before
reaching the objective.

3. IMAGING RESULTS

3.1 Sensor-less Adaptive Optics

A comparison between the slices acquired with and without the AO correction can be found in Fig. 2, and it
can be observed that using the AO there is recovery of axial information that has been lost in the imaging
process. It does appear from these frames that the correction does not make the image uniformly better in
three-dimensions. This is to be expected, the AO correction found by the algorithm will be the average best
correction over the whole field-of-view in the central z plane that was used to compute the metric. The further
away from this plane, the more ill-suited the correction will be to the aberration in this location. This effect is
known as anisoplanatism.

Figure 2. (a) xz slices through a unprocessed LSFM dataset showing a sections of casper fli:GFP zebrafish tail. (b) The
same region imaged after a sensor-less optimisation procedure.

3.2 Adding Post-Processing

To correct the aberrations in the detection it is necessary to process this data, as discussed in Section 2 plane-by-
plane. The chosen orientation is the xy plane to allow the aberrations to vary as one goes deeper into the sample.
Two parts of the sample were imaged, the tail, which is less likely to suffer from aberrations and scattering and
the body of larva that has much more scattering and aberrations.
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Firstly, in Fig. 3, maximum intensity projections (MIPs) of the tip of tail is shown without post-processing
(PP), with only PP and then with both PP and AO. The result here is most obvious in the axial projection,
where the AO has been used. The dataset without the AO correction shows that some areas have been heavily
distorted by the aberrations and are corrected in the optimised version.

Figure 3. MIPs of a casper fli:GFP zebrafish tail with and without AO correction in excitation and or PP in detection.
(a) xz maximum intensity projection. (b) xy maximum intensity projection.

Both methods can be repeated on other areas of the sample, this time in the body of the fish larva where
there is a greater scattering, which makes PP more challenging. In Fig 4 the results from the same process can be
seen. One of the biggest difference between the dataset in Fig 3 and Fig 4 is the extra scattering. The scattering
produces a background that is reduced by the PP methodology, but not completely removed and the AO (data
not shown) also reduces this background as there is less out-of-focus fluorescence with a thinner light-sheet. The
scattering comes from two sources, scattered illumination light that excites out-of-plane fluorophores and also
from directly scattered fluorescence from in-plane fluorophores. AO in excitation is able to dampen the former,
but can do nothing for the latter.

4. DISCUSSION

The results show that the optimisation of the fluorescence signal with a structured illumination pattern can
correct for aberrations in a three-dimensional sample. This correction, based on the optical and optimisation
scheme that was used is isoplanatic in its nature. This means that it is one average correction for the entire
field-of-view. In microscopy in general, the correction required is not isoplanatic and one corrective phase cannot
improve the quality of the image over the whole field-of-view.

Optimisation specifically has the effect of improving the average signal over the field-of-view. In the case of
the SI pattern, if it possible to improve the top part of the signal greater than the reduction in the bottom part
of the sheet then the algorithm could converge to this solution. This appears in part to be the case in Fig.3,
where the top part of the image is improved and the left-bottom quarter appears to be worse. This effect arises
from anisoplanatism and could be corrected by computing a correct for each area of the SI pattern applied for
optimisation. This could take more time to isolate the aberration for each region of the sample, but would yield
a better final result.

In Fig 5 a comparison between using PP to correct for the axial aberration and using a combination of AO
and PP is shown. The deconvolution here is applied in the xz plane rather than xy, therefore, correcting for
the three-dimensional PSF as it varies along the beam path. Here it is demonstrated that using PP alone on
the data to correct for aberrations introduced by the excitation is not an optimal solution. The addition of the
physical aberration correction provides an increase in the optical sectioning ability of the microscope and thus
improves the image quality compared with deconvolution alone.
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Figure 4. MIPs of a casper fli:GFP zebrafish body with and without adaptive optics (AO) correction in excitation. (a)
xz maximum intensity projection. (b) xy maximum intensity projection.

Figure 5. xz projections through a zebrafish sample. A comparison between using PP alone to remove aberrations and
using a combination of AO and PP. The left most image shows the unprocessed LSFM data without AO.

From this comparison, it is clear that the physical correction has a greater corrective power than simply
using PP alone. Here is the difficulty with using only PP to correct for aberrations: one can never be sure that
the result given is the true fluorophore distribution. In contrast, with the optimisation of the SI pattern from
physical principles one can be certain that if the signal is maximised that the aberrations have been removed,
giving extra confidence in the results given by the PP algorithms that still able to correct for effects beyond the
range of current AO techniques.

To conclude, it has been shown in this paper that the addition of physical adaptive optics correction in the
excitation of a light-sheet microscope can improve the three-dimensional images that the microscope produces
when compared with PP alone. The AO correction gives different results than PP and highlights the misrep-
resentation of the fluorescence distribution that phase aberrations introduce in large biological samples such as
zebrafish embryos.
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