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ABSTRACT This paper presents an overview of a sub-orbital �ight demonstration with a 183 GHz and
540�600 GHz limb-sounding instrument aboard a stratospheric ballooncraft. The 183 GHz band provides
soundings of stratospheric H2O and is implemented with a hybrid CMOS-InP receiver architecture which
provides excellent sensitivity while remaining compact (162 g) and offering an extremely low DC power
consumption (0.62 W). The 540�600 GHz channel sounds stratospheric O3 and uses a combination of a
CMOS local oscillator, GaAs Schottky mixer and micro-electro-mechanical-system (MEMS) RF switch for
calibration, again offering competitive form factor (1.4 Kg) and low DC power consumption (6.6 W) com-
pared to prior instruments. The instrument was �own on the NASA Reck-Tang Limb-sounding Experiment
(ReckTangLE) ballooncraft and performed atmospheric soundings across New Mexico and Northwestern
Texas on Oct. 17 2019.

INDEX TERMS CMOS, InP, hybrid, Schottky, MEMS, limb-sounder, ReckTangLE.

I. INTRODUCTION
Millimeter & Sub-millimeter wave rotational spectroscopy
has played an important role in exploring the solar system
and contributed several major results to the planetary science
�eld. One major example of this is the Microwave Instrument
for the Rosetta Orbiter (MIRO) which studied H2O isotopes
of Jovian family comet 67/P [1] and demonstrated that the
Deuterium to Hydrogen (D/H) isotope ratio was far from
what conventional models of solar system evolution predicted
[2]. This study of D/H ratio is important in understanding
the mechanisms with which the solar system formed as well
as how water resources were delivered to Earth and other
planetary boides. While the D/H of the inner solar system
(Mars, Earth, Venus) is better understood, there have been

limited opportunities to send millimeter/sub-millimeter wave
spectrometer instruments to the outer solar system with only
limited measurements at Jupiter and none conducted at Saturn
or other outer solar system targets. Beyond the D/H ratio focus
of MIRO, sub-mm-wave offers the possibility of investigating
other exciting phenomenon in the outer solar system including
studying the structure and composition of water jets or plumes
shooting out of icy world moons like Enceladus and Eu-
ropa. Beyond jet structure, sub-mm-wave can detect if organic
molecules are present within these jets, providing evidence
for microbial life being harbored within their originating sub-
surface oceans [3]. The primary reason that millimeter/sub-
millimeter instruments struggle for opportunities in the outer
solar system, is the matter of payload requirements. Existing
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planetary science mm/sub-mm spectrometer instruments have
required on the order of 50�100 W of DC power and weigh
15�25 Kg [5], [6], demanding a signi�cant portion of a sci-
ence payloads resources, making them unattractive for outer
solar system missions where the available payload power and
mass are so limited. Beyond the continued large �agship mis-
sions like the Rosetta Orbiter, NASA also envisions a whole
other class of much smaller spacecraft exploring the outer
solar system like the interplanetary cube-satellite (cubesat)
proposed in [4] as a part of a recent NASA mission concept
study. In this example, an extremely compact 20 cm x 20 cm
x 30 cm spacecraft is sent to explore planetary objects as far
away as Neptune. These and other similar small platforms
are expected to have a much lower associated mission cost
and therefore create many new opportunities for outer solar
system exploration. However, their payload capacity is limited
to under 5 Kg of mass with DC power consumption under
15W [4]. For mm/sub-mm spectroscopy to take advantage
of these new small platform opportunities, much technical
progress is needed to reduce the mass and power consump-
tion of these instruments from the scales of the MIRO-like
implementations, while still maintaining the level of sensitiv-
ity and measurement �delity required to conduct meaningful
scienti�c investigations.

Towards this goal, we have proposed, developed, and
demonstrated in sub-orbital �ight, a next generation spectrom-
eter instrument capable of meeting the strict payload mass
and power requirements of these future small-platform deep
space missions. The instrument leverages the latest advances
in mm/sub-mm electronics technology, exploiting recent ad-
vances in commercial mm-wave complimentary metal-oxide
semiconductor (CMOS) electronics [7], advances in CMOS
high-speed signal processing technology [8], advances in InP-
monolithic microwave integrated circuit (MMIC) based am-
pli�er technology [9], and advances in micro electro mechan-
ical system (MEMS) based THz switching technology [10].
From a top-level perspective, the instrument demonstrates the
same two frequency bands as the MIRO instrument on the
Rosetta Orbiter [5], A 183 GHz spectrometer targeting the
H2O spectral line at 183.310 GHz, and a tunable 540�600
GHz spectrometer which provides spectral coverage for de-
tecting several isotopes of water (H2O16, H2O18, D2O) as well
as a wide range of gas species (O3,NH3, NO2, N2O, CH3OH,
�) that are important planetary science targets.

This paper details the design of both the 183 GHz and 540�
600 GHz spectrometers including their receiver systems, their
back-end processing systems, their integration into sub-orbital
payload, and their operation conducting measurements during
a sub-orbital near-space �ight.

II. SUB-ORBITAL VALIDATION OF MM/SUB-MM
SPECTROSCOPIC INSTRUMENTATION
Validating mm-wave and sub-mm-wave spectroscopic sys-
tems with a lab or ground based test is dif�cult as it re-
quires the beam to have a path length of several hundred

FIGURE 1. Limb-sounding from a sub-orbital ballooncraft that produces
vertically resolved measurements of gas species within Earth�s
stratosphere.

meters within the gas being sensed to have an accurate rep-
resentation of the signal-to-noise (SNR) encountered in real
planetary exploration conditions. Additionally, this gas path
must be held at representatively low pressures (1-100 millitorr
range) meaning a pressure vessel must be used. Coupling the
mm/sub-mm wave radiation in and out of the pressure vessel
will incur losses, again limiting the applicability of ground
measurements towards predicting actual planetary exploration
conditions. Beyond just the target gas, sub-mm-wave spectro-
scopic measurements need to be made with a background rep-
resentative of the cold space in actual exploration conditions
so cryogenics must be used to simulate the backdrop of the
experiment. At hundreds of meters of path length, the beam
diameter from a reasonable antenna becomes prohibitively
large to fully occupy with a cryogenic load. Given these
considerations, conducting a laboratory test of our sub-mm
instrument provides limited insight towards predicting its per-
formance in exploration conditions, and so we instead elect to
characterize the system in a sub-orbital �ight demo.

Sub-orbital �ights aboard high-altitude ballooncraft
(HABs) can access the upper limits of Earth�s stratosphere
(30 km�40 km) where space-like conditions exist in terms
of atmospheric pressures and temperatures, but unlike full
sized missions, HABs are modest in associated cost. For this
reason, the environment these ballooncraft operate in is often
referred to as �near-space�. The upper stratosphere contains
a wide range of trace gasses and an abundance of water
vapor, which is continuously tracked by several Earth orbiting
mm/sub-mm instruments for Earth science and climate
studies, including the Microwave Limb Sounder (MLS)
instrument on the Aura spacecraft [11] and recently launched
Tempest radiometer demonstration [12]. From this position
in the upper stratosphere, a process called limb-sounding can
be performed where the stratosphere is observed horizontally
from the ballooncraft against the cold background of space
to detect trace gases and water vapor. The angle of the
observation relative to the plane of the Earth�s surface can
be swept to produce vertically resolved measurements as
depicted by Fig. 1. By performing these limb-sounding
measurements the spectroscopic system can be characterized
and validated in an environment representative of a planetary
exploration mission. For the demonstration �ight the 183 GHz
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FIGURE 2. Block diagram of the compact 180 GHz and 540�600 GHz
spectrometer instrument showing optical coupling path and major
electronic sub-systems.

channel targets the H2O rotational emission spectral line at
183.31 GHz while the 540�600 GHz channel sounds the O3
rotational emission spectral line at 570.99 GHz.

III. INSTRUMENT ARCHITECTURE
Fig. 2 shows a block diagram of the overall instrument high-
lighting the optical beam path and key electronic sub-systems.
The instrument�s optical path begins with a 15 cm primary
mirror mounted on the ballooncraft which can steer the beam
towards Earth�s limb at varying degrees of elevation to pro-
duce the vertically resolved measurements described in the
previous section. Beyond Earth�s limb, the mirror can also
steer the beam towards cold sky at a +45 degree angle
above Earth�s horizon, and towards an on-board load that is
closed-loop heated to room temperature. This combination of
viewing the 2 °K cold sky and 293 °K on-board load provide
the two reference points required to calibrate the radiometric
brightness of the receiver by de-embedding the frequency re-
sponse of the receiver and characterizing any drift in receiver
gain that occurs during the observations. The input beam is
split via a wire-grid allowing both receivers to share the same
optical path. In this con�guration the 540�600 GHz receiver
captures the horizonal polarization while the 183 GHz re-
ceiver captures the vertical polarization.

The 183 GHz receiver is implemented with a combina-
tion of a 183 GHz MMIC LNA and CMOS system-on-chip
(SoC) that provides an integrated local oscillator (LO), down-
conversion mixer and intermediate frequency (IF) ampli�ca-
tion chain. The 540�600 GHz channel is implemented with a
GaAs Schottky mixer receiver driven with a CMOS SoC based
LO. Additionally, the 540�600 GHz channel carries a MEMS
based single-pole double throw (SPDT) Dicke switch that
provides an alternative to using the optically steered hot load
for calibration. The MEMS Dicke switch offers the advantage
of being able to switch to a room-temperature calibration load
much faster than the large 15 cm mirror can steer optically and
could potentially eliminate the need for a motorized mirror
all-together in future instruments. Note: In this demonstration
we still require the steerable mirror to calibrate the 183 GHz
channel as it does not have a similar MEMs Dicke switch.
This con�guration affords us the opportunity to calibrate some

FIGURE 3. Block diagram of the 183 GHz receiver system showing key
elements within the CMOS SoC and external MMIC LNA ampli�ers [13],
[14].

FIGURE 4. Schematics diagram of the MMIC and CMOS mm-wave
front-end 183 GHz low noise ampli�ers [13], [14].

of the 540�600 GHz limb-sounding measurements with the
MEMs Dicke switch, while calibrating others with the steer-
able mirror only, and allows us to directly compare the quality
of calibration between the two methods. Back-end processing
(digitization and computing the power spectral density of each
receiver output) is accomplished via a pair of CMOS-SoC
based spectrometer processors which contain an integrated
digitizer, and all the needed digital signal processing (DSP),
which allows for a compact and low power solution compared
with FPGA-based solutions (see comparisons in [8]). The
baseband processors for both the 183 GHz and 500-600 GHz
channels are identical.

IV. CMOS-INP 183 GHZ RECEIVER
Fig. 3 shows a block diagram of the 183 GHz spectrometer
receiver system which consists of a set of InP HEMT MMIC
pre-ampli�ers followed by a CMOS SoC containing more
ampli�cation, a down conversion stage, and an integrated LO.
InP MMIC technology offers much lower noise temperatures
than CMOS mm-wave circuitry, so two InP stages are placed
in front of the CMOS receiver to suppress its noise contribu-
tions. Design of the MMIC LNA is reported in detail in [13]
while detailed design of the CMOS SoC is reported in [14].
For the purposes of this article, we just report an overview
of the key details for each of the chips. Fig. 4 shows circuit
schematics of the front-end ampli�ers in the 183 GHz receiver

562 VOLUME 1, NO. 2, APRIL 2021



chain. The InP MMIC pre-ampli�ers (two chips/modules cas-
caded) are implemented as a traditional common source am-
pli�er (4 stages per chip) with traditional distributed matching
elements (series and shunt stubs). The 183 GHz ampli�er on
the CMOS chip is implemented as a differential transformer
coupled structure, with each stage in a cascode con�guration.
The transformer coupling allows DC biases to be fed at the
center point of each transformer without the bias circuitry
being in the RF pathway.

As the transformer matching networks have almost no cou-
pling near DC, low frequency stability of the ampli�er is
essentially guaranteed without needing to apply additional
stabilization elements. For the CMOS chip the bias of each
stage is controlled by an independent DC digital to analog
converter (DAC) which allows software to program and opti-
mize the bias voltage at each stage to achieve the best receiver
noise temperature. The DAC bias settings are selected with
a software algorithm during bench testing that searches for
the bias settings that give the lowest noise temperature. In-
�ight we just use the static values selected by this bench test.
Conceptually, the bias calibration could be run in �ight by ex-
tracting the Y-factor using the cold sky and room temperature
load, although we have not implemented that approach in this
�ight demonstration. The circuit schematics for the CMOS
downconverter and IF stages are shown in Fig. 5. The down
converter itself is a traditional double-balanced Gilbert-cell
type mixer, except that it is again transformer coupled with
DAC at the center-taps to provide the bias conditions. Similar
to the CMOS ampli�er biases, the biases for the downcon-
verter are bench optimized with software to �nd the settings
with the lowest noise temperature.

One interesting aspect of the CMOS receiver not covered
in reference [14] is the con�guration of the IF circuitry and its
effects on both receiver bandwidth and receiver drift. Fig. 5
shows two IF structures, one open-loop and one closed-loop.
We fabricated two variants of the CMOS receiver, one with
3 stages of the open-loop variant of the IF ampli�er and one
with 3 stages of the closed-loop variant of the IF ampli�er. The
open-loop variant is a simple differential pair with a resistive
load, so the gain of the stage depends heavily on the transistor
parameters

Vout = gmR Vin (1)

Where R is the load and gm is the transconductance of the
input differential transistor pair. Since gm is dependent on
device temperature and supply conditions, we would expect
the gain of the ampli�er to drift continuously making cali-
bration more dif�cult. Alternatively, the closed-loop variant�s
gain expression depends only on the ratio of the two resistors
for frequencies within the ampli�er�s loop bandwidth

Vout =
Ro

R
Vin (2)

Where Ro/R is the ratio of the feedback network. Since the
gain depends only on the ratio of resistors, the gain of the
structure should be much less sensitive to drift arising from

FIGURE 5. Schematic diagrams of the CMOS downconverter stages and IF
ampli�er stages for open and closed loop variants [13], [14].

FIGURE 6. (a) Measured gain behavior of the IF with open and
closed-loop IF con�gurations. (b) Measured Allan time behavior of open
and closed-loop IF con�gurations.

supply and temperature variations. This is con�rmed in the
measurements shown in Fig. 6 where the IF bandwidth and
Allan deviation was measured for the overall CMOS receiver
with each IF ampli�er variant. As seen in Fig 6(a) the sim-
pler open-loop structure with less parasitic capacitance has
almost a factor of 2 more bandwidth than the closed-loop
variant. However, the Allan time (quanti�es how long in time
the gain remains invariant) measurements shown in Fig. 6(b)
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FIGURE 7. Photographs of the 183 GHz receiver module with close up
images of CMOS SoC assembly and MMIC LNA chip.

demonstrates a substantial advantage in the closed-loop vari-
ant�s gain drift over the open loop variant (19.3 seconds as
oppose to only 2.1 seconds). For a radiometer or spectrometer
application, a long Allan time is extremely critical as it con-
strains how often you need to calibrate the receiver chain. For
our steerable mirror, having to steer to the room-temperature
load and cold sky every 2.1 seconds would place demanding
mechanical requirements on the mirror and greatly limit ob-
servation time as the mirror would be in motion during the
majority of the 2.1 second cycle. For this reason, the closed-
loop variant with its 19.3 second Allan time was selected for
the sub-orbital demonstration (and would be the likely choice
for a full-sized mission). It allows for reasonable observation
times, and for the steering mirror to operate at reasonable
mechanical speeds while still meeting the calibration time
constraints.

Again, referring back to Fig. 3, the LO for the receiver is an
integrated integer-n phase-locked loop (PLL) operating at 90-
100 GHz that is ultimately doubled with an on-chip doubler to
the 183 GHz band. The PLL loop uses an injection locked fre-
quency divider, and inductively peaked current-mode divider
to provide the high frequency phase feedback to the phase
detector comparing to the input reference clock. The detailed
design of the PLL is considerably more complex compared to
the other circuitry, and the authors refer the reader to reference
[14] which presents the full set of PLL design details.

Fig. 7 shows photographs of the MMIC ampli�er chip,
the 183 GHz CMOS SoC receiver, and the overall packaged
module with a PCB containing the support control and power
electronics. The input to the CMOS SoC is coupled to a WR-5
waveguide �ange via a quartz probe similar to the package
reported in [15]. The MMICs are packaged in traditional
waveguide blocks which provide bias connections and WR-5
input and output �anges. The PCB that supports the CMOS
chip has inputs for an ultra-stable-reference oscillator (USO)
that the LO-PLL is referenced against, as well as a USB port to
control all the DAC bias settings throughout the chip. Fig. 8a
shows the overall noise temperature performance of the mod-
ule where a Tsys of 505 °K was measured at the 183.310 GHz
H2O line frequency. For comparison, the noise temperature of

FIGURE 8. (a) Measured noise temperature performance of the 183 GHz
receiver showing the CMOS SoC only performance, and performance with
the InP MMIC LNA pre-ampli�er present. (b) Measured phase noise of the
183 GHz LO used for down-conversion.

TABLE 1. Summary of the 183 GHz Receiver

FIGURE 9. Block diagram of the 540�600 GHz receiver system showing
key components.

the CMOS receiver only without the MMIC preampli�ers is
also shown and remains in the 3000 °K range across the entire
182-192 GHz band (the frequency range over which the PLL
remains phase-locked). Also shown in Fig. 8b, is the measured
phase noise of the LO at the input to the mixer as measured
by a stand-alone PLL chip. Finally, Table 1 summarizes the
key performance and payload characteristics of the overall
183 GHz receiver system.

V. CMOS-MEMS-SCHOTTKY 540–600 GHZ RECEIVER
Fig. 9 shows the block diagram of the 540�600 GHz receiver
system. The primary receiver component is a combination
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FIGURE 10. Construction diagram and photograph of 500�600 GHz
waveguide-MEMS Dicke switch [10].

LO tripler and 540�600 GHz sub-harmonic mixer chip imple-
mented in JPL�s GaAs Schottky technology and packaged in a
WR1.5 waveguide block. The mixer/receiver input is fed from
the 540�600 GHz waveguide MEMs switch which can toggle
between connecting the receiver to the feed horn out to the
optical path or connecting it to WR1.5 waveguide calibration
load. The load itself is a purchased catalog component from
VDI. The complete design details and characterization of the
MEMS switch are presented in [10], and a summary of its
construction is shown in Fig. 10.

While the variant of the Dicke switch in [10] was carefully
characterized for insertion loss and isolation on a network
analyzer, the variant �own in the sub-orbital demonstration
(modi�ed only for geometry constraints) was assessed indi-
rectly by measuring the receiver noise temperature with a
Y-factor measurement. This used a LN2 soaked free-space
absorber placed in front of the horn with and without the
switch inserted between the feed horn and receiver input. For
the hot-load in this measurement we used both the waveguide
load and a room temperature free-space absorber placed in
front of the horn �nding no signi�cant difference between the
two measurements. The Tsys taken with the VDI load shown
in Fig. 11 where it can be seen the noise temperature is in�ated
by a factor of �2 when the MEMS Dicke switch is inserted
versus the receiver and free-space absorbers alone. This leads
us to an estimated insertion loss of 3.0 to 3.2 dB. For com-
pleteness we also measured the Allan time of the receiver
with the MEMS switch to ensure that mechanical vibration
or temperature changes were not modulating the insertion
loss.

The IF path of the receiver is constructed out of com-
mercially purchased catalog ampli�ers from mini-circuits

FIGURE 11. (a) Noise temperature measurements of the 540�600 GHz
receiver system with and without the demo-�ight version of the MEMS
switch present between the feed horn and receiver input. (b) Allan time
measurement of the 540�600 GHz receiver including the MEMS switch.

FIGURE 12. Block diagram of the CMOS 90�102 GHz (W-band) synthesizer
SoC showing key circuit blocks [16].

as well as several catalog bandpass �lters from K&L mi-
crowave. The LO pathway has two components, a custom
CMOS synthesizer SoC that provides a phase-locked LO
from 90-102 GHz, and an LO ampli�er implemented with
commercially available W-band InP ampli�er MMICs from
Teledyne.

A block diagram of the CMOS 90-102 GHz synthesizer
SoC which drives the 540�600 GHz receiver system is shown
in Fig. 12 with the complete design details presented in refer-
ence [16]. The chip uses a 50 GHz fundamental PLL with an
injection locked buffer and injection locked frequency divider
to close the phase feedback loop. After the initial 50-to-25
GHz stage the remaining stages of the feedback divider path
are implemented as current mode logic circuits. The charge
pump and phase detector are traditional topologies, while a
Multi-stAge noise Shaped (MASH-1-1-1) delta-sigma modu-
lator pre-scales the reference pathway of the PLL, providing
fractional operation (forming a fractional-N PLL). Clocking
of the chip is provided by an external ultra-stable oscillator
(USO) which provides a common temperature independent
50 MHz reference signal throughout the entire payload. The
chip then doubles the 50 GHz PLL and ampli�es it with a
CMOS on-chip mm-wave ampli�er to provide a �nal chip
output across 90-102 GHz. Similar to the 183 GHz SoC,
each mm-wave ampli�er stage is transformer coupled and
contains a DAC at the winding center taps to provide digital
bias control for optimization purposes. Unlike the 183 GHz
SoC, the 100 GHz SoC also has small tuning devices called
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FIGURE 13. Photograph of CMOS synthesizer chip and LO module
assembly showing key inputs and outputs.

FIGURE 14. (a) Measured output power of the CMOS synthesizer chip
across the locking range. (b) Phase noise of the CMOS synthesizer at
95 GHz (mid-band).

digitally controlled arti�cial dielectrics (DiCADs) [16] which
are loaded transmission line structures that allow the reactive
tuning and impedance matching of each stage in the doubler
and ampli�er chain to be optimized. Beyond the core mm-
wave circuitry the SoC chip also contains several telemetry
functions including a temperature sensor, output power sens-
ing feedback and even a radiation sensor that monitors the
total ionized dose the chip receives in the near-space envi-
ronment [17]. Fig. 13 shows a die photograph the CMOS chip
with the major circuit blocks identi�ed as well as a photograph
of the overall LO module with WR-10 waveguide �ange and
supporting PCB. For the sub-orbital demonstration �ight, the
SoC was identical to the one reported in [16] but repack-
aged to improve the mechanical robustness of the module.
Fig. 14 shows the measured output power and phase noise
of the LO module. The LO module is controlled via a USB
interface.

Fig. 15 shows a photograph of the entire 540�600 GHz
receiver system identifying the key components, while Table 2
lists the performance and characteristics of the entire receiver.

VI. CMOS SPECTROMETER PROCESSORS
Both the 183 GHz and 540�600 GHz spectrometers in the
demonstration use identical back-end processing systems
based on the �SVII� spectrometer processor SoC chip with
design and architecture details fully presented in [18] and
[19] (SVII denotes the 7�th gen). Although identical, the two

FIGURE 15. Photograph of the full 540�600 GHz receiver system with key
components identi�ed.

TABLE 2. Summary of the 540�600 GHz Receiver

�referred to 570 GHz (mid-band)

back-ends are operated at a different clock frequencies so
different Nyquist bandwidths are processed that match each
receiver system. The 183 GHz channel is clocked at 1.5 GS/s
to provide 750 MHz of bandwidth, while the 540�600 GHz
channel is clocked at the chip�s maximum speed of 6 GS/s
to provide 3 GHz of Nyquist processing bandwidth. Fig. 16
shows a block diagram of the �SVII� back-end processor chip
with key sub-systems identi�ed.

The chip has two interleaved 3-bit input analog to digital
converters (ADCs) that operate up to 6 GS/s and sample the
input IF signal. A third �replica� ADC is also included for
track how fabrication process, supply and temperature condi-
tions are affecting the ADC system without needing to take it
of�ine for calibration. The ADC output is demultiplexed by
2 prior to the decoder which converts thermometer code to
binary code. Following decoding the signal is further demulti-
plexed by 8 into 32 parallel data streams. A time domain win-
dowing function is applied prior to FFT processing to prevent
leakage between FFT bins. The FFT computation itself is an
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FIGURE 16. Block diagram of the �SVII� Spectrometer processor used as
the back end for both the 180 GHz and 540�600 GHz spectrometer
channels.

8192-point complex radix-2 FFT processor using serial-delay
feedback (SDF) units and pipeline units to implement trans-
form operations. After the FFT, the power spectral density
(PSD) is computed and averaged in an on-chip high-speed
SRAM based accumulator prior to readout to the payload host
computer via a USB link. The main clock for the processor is
generated from an on-chip PLL that is phase-locked onto the
same USO references used for the two receivers� LO systems.
A clock pre-scaler allows this synthesized clock from the on-
board PLL to be sub-divided by factors of 24,816 or 32 to set
the Nyquist bandwidth of the processor. Each setting results
in a different chip power-consumption since the processor
core�s dynamic power is highly dependent on clock speed.
Operating digital and mixed-signal circuitry at such high-
speed clocks (up to 6 GHz) creates problems closing static
timing (setup/hold constraints) across all temperatures and
process conditions so instead of static clocking, we employ an
integrated clock management system (CMS) which monitors
and adjust clock timings and phases throughout the chip to
ensure timing operations are met. To oversee all the calibra-
tion operations of the analog portion of the processor chip, as
well as management of the CMS and clocking sub-systems
the chip contains a dedicated calibration sub-processor. This
sub-processor runs �rmware for calibration tasks related to
trimming the ADCs analog settings (about 125 I and V biases
total) and the over 100 different clock control knobs within
the CMS system. Interfacing to the calibration sub-processor
from the payload computer is again accomplished through use
of a USB interface.

One of the most important considerations for back-end pro-
cessor processing is the bit resolution of the digitizer. As the
bit resolution or �bit depth� increases, the power consumption
of the processor grows exponentially as multipliers become
exponentially larger in terms of logic implementation. At the
same time the logic requires more physical area, so die size
and overall cost also increases exponentially. However, if the
bit resolution is too coarse, the added quantization noise of
the digitization process will degrade the SNR of the spectral
signal substantially. If we assume the input signal is a Gaus-
sian distribution (typically true in spectrometer signals) with
a variance of � that is quantized to N levels (N being even,

FIGURE 17. SNR loss due to quantization noise as a function of ADC bit
depth for back-end spectrometer processors.

N = 2n), and with spacing � (in units of � ), the quantization
ef�ciency �Q, de�ned as the loss in SNR due to digitization
and added quantization noise, can be expressed as [18]:

�Q(N=2n) =
2
�

�
1
2 +

�n�1
m=1 e�m2�2/2

�2

�
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�2 � 2
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2

� (3)

If we further assume the IF gain is well designed to excite
the full input scale of the ADC (easily accomplished through
programmable attenuation or gain control), the expression in
(3) can be evaluated versus the number of bits to produce
the plot shown in Fig. 17. As discussed in [18] the selected
3-bit resolution provides a reasonable tradeoff between total
digital processor power (on the order of 1.3 W) and an SNR
loss of only 1.07 dB. Practically, some margin needs to be
left between the IF signal power and the ADC full scale to
avoid saturation, so we expect SNR loss due to digitization to
be slightly larger, in the 1.3 to 1.4 dB range. The ADC sub-
system is depicted in Fig. 18 showing the main architecture
of each of the two interleaved �ash ADCs, the reference gen-
eration circuitry, and the calibration scheme using the replica
ADC.

The reference voltage levels for the �ash ADCs are gener-
ated by 8-bit DAC units so that any gradients or errors in fabri-
cation can be calibrated out from software (this is described in
the later section). An anti-kickback protection buffer (2-stage
opamp) is placed between the reference generator and com-
parator array to prevent switching noises from coupling into
the voltage reference system. The ADC itself is a typical �ash
ADC with 7 level comparators and traditional track and hold
(THA) and distribution ampli�er (DA) circuitry.

The biases throughout the ADC are established with current
and voltage DACs using a technique called replica biasing.
Placing bias and signal monitoring circuitry within the high-
speed ADCs would add considerable parasitic capacitance,
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FIGURE 18. ADC sub-system of the �SVII� spectrometer processor showing
the closed loop replica calibration [19].

FIGURE 19. Waveforms from the two interleaved ADCs with the full
calibration system disengaged and activated showing how the variation
between the two ADCs are calibrated.

limiting the high-speed operation, so instead we build an exact
duplicate called a �replica ADC� which has the same knobs
and bias conditions as the main signal ADCs. We then monitor
the replica ADC in closed loop to compensate for supply, fab-
rication variation, and temperature effects while commanding
the settings to both the replica and main ADCs in parallel,
allowing calibration to occur in the background while the
spectrometer processor is running. Fig. 19 demonstrates how
the mismatches between the two main interleaved ADCs are
calibrated out through both the replica and reference calibra-
tion process (the software approach is described later in this
section).

The CMS system that drives the ADC, demultiplexing,
decoding and digital signal processor within the SVII SoC
is shown in Fig. 20 where a PLL �rst synthesizes a 3 GHz
signal from an external reference. Note 3 GHz corresponds to
6 GS/s since the two main ADCs are con�gured to operate on
opposite clock edges. The PLL output is pre-scaled to either
pass div by 12,48,16 or 32 versions of the clock allowing
for programmable operating bandwidth (allowing the spectral
resolution to be varied by software). Next, a combination of a
coarse and a �ne phase shifter is placed in each clock signal
that is distributed to each sub-system within the SoC. Each
phase shifter allows full 360-degree rotation at either the full
or sub-divided clock frequency it operates on. This allows the
timing relation between any two sub-systems to be advanced
or retarded, allowing inter-stage timing to be met under all

FIGURE 20. Clock management system (CMS) showing block diagram with
local phase detectors and circuit schematics for both coarse and �ne
phase shifters [18].

FIGURE 21. Spectrometer channel shapes for various Nyquist length, and
super-Nyquist length windowing functions.

temperature, process, or supply conditions. To establish the
clock phase relationships required for the processing, local
phase detectors are embedded within each block that com-
pares the phase of the received clock to the phase of the clock
from neighboring or subsequent processing blocks and read
back to the calibration sub-processor.

A second critical concern for spectrometer processors is
the effect of windowing distortion. If an FFT is computed on
a time-domain series without a windowing function applied
�rst, energy from each spectral bin will leak into adjacent
bins. Beyond this, energy at concentrated frequencies within
an FFT bin will contribute to bin�s overall amplitude differ-
ently depending on where they lie within the bin�s bound-
aries. This effect is often referred to as spectrometer �channel
shape� and is illustrated in Fig. 21.

The plot in Fig. 21 demonstrates the channel shape for both
Nyquist-length and longer windowing functions. The worst
case is a rectangular function which has high leakage to ad-
jacent changes and substantial amplitude distortion within the
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