The influence of soft encapsulation materials on the wireless power transfer links efficiency

Malissovas, Anastasios; Serdijn, Wouter; Giagka, Vasso

Publication date
2019

Document Version
Final published version

Citation (APA)

Important note
To cite this publication, please use the final published version (if applicable). Please check the document version above.

Copyright
Other than for strictly personal use, it is not permitted to download, forward or distribute the text or part of it, without the consent of the author(s) and/or copyright holder(s), unless the work is under an open content license such as Creative Commons.

Takedown policy
Please contact us and provide details if you believe this document breaches copyrights. We will remove access to the work immediately and investigate your claim.
THE INFLUENCE OF SOFT ENCAPSULATION MATERIALS ON THE WIRELESS POWER TRANSFER LINKS EFFICIENCY

Anastasios Malissovas\textsuperscript{1}, Wouter A. Serdijn\textsuperscript{1}, and Vasiliki Giagka\textsuperscript{1,2}

\textsuperscript{1}Bioelectronics Section, Department of Microelectronics, Faculty of Electrical Engineering, Mathematics and Computer Science, Delft University of Technology
Mekelweg 4, 2628 CD, Delft, The Netherlands

\textsuperscript{2}Technologies for Bioelectronics Group, Department of System Integration and Interconnection Technologies, Fraunhofer Institute for Reliability and Microintegration IZM
Gustav-Meyer-Allee 25, 13355, Berlin, Germany
e-mail: a.malissovas@student.tudelft.nl

ABSTRACT

As the era of Bioelectronic medicines (BEms) evolves, new technological challenges are generated, including miniaturized devices that are encapsulated with flexible materials and energized by wireless power transmission (WPT) techniques. Among them, magnetostatic, also known as inductive, and ultrasound (US) are the most viable candidates for shallow and deep applications, respectively. However, the conductive nature of the human tissue with high relative permittivity increases the parasitic components of the printed spiral coils (PSCs), while the acoustic impedance mismatch between the tissue and ultrasound transducers leads to power losses in the WPT link.

This study focuses on the influence of biocompatible, soft, polymeric materials, such as polydimethyloxane (PDMS) and Parylene-C, on the electrical behaviour of the aforementioned externally powered receivers. Unlike previous works, this investigation includes the high gas permeability property of polymers, predicting the electrical impact of moisture absorption. Analytical and simulation models are utilized to discriminate the effect of various packaging schemes and to relate their influence on the WPT link efficiency. Lastly, empirical measurements in air and saline aim to verify the proposed methods.

Early modelling results demonstrate that when a PSC is encapsulated with 50\,\mu m PDMS and submerged into saline, its resonance frequency and quality factor are decreased by 3.6\% and 34.2\%, respectively. That renders the maximum theoretical WPT link efficiency to be reduced by 9\%, compared to free-space propagation in air. Interestingly, when the coating thickness increases to 500\,\mu m, the WPT link efficiency drops only by 2.4\%.

In the case of US, similar effects are predicted, yet the influence of the coating materials will be different. More specifically, their acoustic impedance decreases the US transducers’ natural frequency of vibration and mechanical quality factor, due to the effect of added mass. In addition, when the coating thickness increases towards the wavelength of the incident US wave inside the material, the aforementioned effects become more evident.

The outcome of this study aims to address the contributing factors on the WPT link power losses from the electronics packaging perspective and to suggest on how the effect of the surrounding medium could be mitigated, improving the WPT link efficiency.